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Simple Pretreatment Method for Tritium Measurement in
Environmental Water Samples using a Liquid Scintillation
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The aim of this study is to evaluate quantitatively the effectiveness of the ion exchange resins and activated
carbon in tritium measurement. A standard water sample was adjusted to a tritium concentration of 5 Bq L−1.
This sample was stirred with the cation exchange (PCH) and anion exchange (PAO) resins and activated carbon.
After stirring the samples, the supernatant in each sample was filtered through 0.45 µm membrane filters. The
electrical conductivity in an experimental condition, where the amounts of PCH, PAO, and activated carbon were
0.3 g, 0.3 g, and 0.6 g, respectively, was lower than that of the sample treated by the distillation method. The
distillation method requires approximately 12 h to process; however, the same level of results was achieved in
5 min. The tritium concentration in each experiment was within the standard deviation. These results suggested
that proposed batch method involving ion exchange resins and activated carbon had negligible effect on tritium
measurement. The ion concentration and the total organic carbon for the samples were decreased in 5 min. These
results demonstrate the effectiveness of the impurity removal from the sample water by ion exchange resins.
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1. Introduction
Tritium (3H) is a radioisotope of hydrogen that decays

into 3He with a half-life of 12.32 years. Most of the envi-
ronmental tritium is produced by the nuclear interactions
of cosmic rays with nitrogen and oxygen atoms in the up-
per atmosphere [1]. Meanwhile, significant quantities of
anthropogenic tritium were released into the environment
by nuclear weapon tests in the early 1960s [2]. Therefore,
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the tritium concentration of precipitation rapidly increased
to approximately 200 times that of the background level in
this era [2]. Tritium concentrations in precipitation were
gradually decreased after the acceptance of the Partial Test
Ban Treaty (PTBT) in 1963 [3]. In recent years, nuclear fa-
cilities such as nuclear power reactors and nuclear fuel re-
processing plants have released tritium to the environment,
thus becoming the main sources of anthropogenic tritium.
Furthermore, in March 2011, tritium was released into the
environment along with various other radionuclides from
the Fukushima Daiichi Nuclear Power Plant by the huge
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accident. Thereafter, in the Fukushima Daiichi Nuclear
Power Plant, contaminated water, i.e., water containing tri-
tium, was stored and treated in large quantities. After dilu-
tion, the tritiated water would be discharged into the ocean.
This disposal may concern for its impact on the marine
environment. Therefore, the monitoring of environmental
tritium is essential. Additionally, in the future, nuclear fu-
sion reactors will require large amount of tritium for use as
fuel. Considering steady releases from the fusion facilities
and the unexpected releases such as those in the case of
accidents, environmental tritium monitoring is extremely
important. In particular, improved modeling and analytical
methods to understand the environmental behaviors, must
be improved. In order to realize rapid tritium analysis as re-
quired for environmental monitoring and radiation screen-
ing, it is necessary to consider the pretreatment method. In
general, removing impurities such as organic matter and
other types of dissolved matter from environmental wa-
ter samples is necessary to reduce the chemical quench-
ing for a highly precise tritium analysis using the liquid
scintillation counting method [4]. Distillation is a conven-
tional pretreatment method used in tritium analysis of en-
vironmental water samples; however, this method is com-
plicated and involves a time-consuming process requiring
24 h to remove impurities from 1 L of water. Therefore,
we have proposed and developed a new measurement de-
velopment for the analysis of tritium in the environmental
samples [5]. In the previous study, the rapid pretreatment
method to remove impurities including dissolved ions and
organic matter using ion exchange resins and activated car-
bon was evaluated [6]. These results demonstrated the ef-
fectiveness of impurity removal from the sample water us-
ing ion exchange resins. Moreover, the study confirmed
that such an effect can be achieved over a short time, i.e.,
in 5 min.

In the previous study, we have measured only ba-
sic parameters (pH, electrical conductivity, and absorption
spectra) as a preliminary experiment. However, the re-
moval performance of ion exchange resin and activated
carbon was insufficiently discussed. Two issues remain
in applying this method to pretreatment for tritium anal-
ysis: 1) an evaluation of the effect of the proposed method
on the tritium concentration, 2) a quantitative understand-
ing of the removal of impurities using ion exchange resins
and activated carbon. Therefore, the aim of this study is
to evaluate quantitatively the effectiveness of the ion ex-
change resins and activated carbon. In this study, the tri-
tium concentration in the pretreated sample was measured.
Moreover, the amounts of dissolved ions and dissolved or-
ganic matter were measured, with an emphasis on impurity
removal.

2. Materials and Methods
2.1 Samples and chemical reagents

In this study, a standard water sample was prepared

by mixing concentrated D2O water (34.0± 1.7 Bq L−1)
and river water. The river water was collected from the
Houe River (26◦8′12.38′′N, 127◦41′11.45′′E) in Okinawa,
Japan. The standard water sample was adjusted to approx-
imately 5 Bq L−1.

Powdex resins (cation exchange resin: PCH, anion
exchange resin: PAO, Graver Technologies, USA) in the
form of powder beads and activated carbon (GW 10/32,
AS ONE, Japan) were used in this study. The exchange
capacities of PCH and PAO were 4.8 and 4.0 meq dry g−1,
respectively. The ion exchange resins removed dissolved
ions while the activated carbon removed organic and other
types of dissolved matter from the standard water sample.

2.2 Experimental procedure
We conducted the following three experiments that

differed in terms of the amounts of ion exchange resins
and activated carbon used; Experiment-1: 0.1 g, 0.1 g,
and 0.2 g of PCH, PAO, and activated carbon respectively;
Experiment-2: 0.2 g, 0.2 g, and 0.4 g, respectively; and
Experiment-3: 0.3 g, 0.3 g, and 0.6 g, respectively. Addi-
tionally, the stirring times were varied from 5, to 10, 20,
and 30 min in each experimental composition set. Three
100 mL samples were prepared for each condition (n = 3).
The pretreatment by ion exchange resins and activated car-
bon is also referred to as “batch treatment” in the subse-
quent sections of the paper.

The PCH and PAO were first pretreated with deion-
ized distilled water using a stirring machine (RS-4DN,
AS ONE, Japan) at 100 rpm for 5 min. Then, standard
water samples of 100 mL were mixed with the ion ex-
change resins and activated carbon, and the mixtures were
stirred at 1000 rpm. After stirring the samples, the su-
pernatant from each sample was filtered through 0.45 µm
membrane filters (25CS, ADVANTEC, USA). This was
used as the sample for measurement. Finally, the sam-
ples pH and electrical conductivity (EC) were measured
using a LAQUAtwin-pH-11B meter (HORIBA, Japan) and
B-771COND meter (HORIBA, Japan), respectively. In ad-
dition, 50 mL of each sample was mixed with the same
volume of a liquid scintillation cocktail (Ultima Gold
LLT, PerkinElmer, USA), and the tritium concentration
was measured with a low background liquid scintillation
counter (LBC-LB-7, Hitachi, Japan) for 1000 min per sam-
ple. To evaluate quantitatively the effectiveness of the im-
purities removal, the absorption spectra in the ultraviolet-
visible (UV) range were obtained using a single-beam
UV light spectrophotometer (ASUV-3100PC, Japan). Ion
chromatography analysis (ICS-1600, Japan) and total or-
ganic carbon (TOC) analyses (TOC-L CPH, Japan) were
also conducted for each sample.

3. Results and Discussion
The experimental results of physical and chemical pa-

rameters of water samples are summarized in Table 1. The
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Table 1 Physical and chemical parameters of water samples measured in Experiment-1, Experiment-2, and Experiment-3 using the batch
method.

Fig. 1 Change in EC with respect to stirring time in the water
samples from each experiment.

results of each parameter are shown below.

3.1 The change in EC and pH for each ex-
periment

From results of the Table 1, the changes in EC in the
water samples as the function of stirring time are shown in
Fig. 1. The EC decreased with stirring time for 5 min. In
the case of Experiment-3, the EC decreased to 6.7 mS m−1

over 5 min stirring. The tritium analysis manual spec-
ifies that the EC after pretreatment should be less than
1 mS m−1, equal to that of pure water [4]. In these ex-
periments, an EC value of less than 1 mS m−1 was not
achieved, however, the EC in Experiment-3 was lower than
that of the sample pretreated by the distillation method.
The distillation method requires approximately 12 h, how-
ever, Experiment-3 achieved the same results within 5 min.
Hence, the results showed that a significant time reduction
was possible using the ion exchange resin method.

Figure 2 shows the changes in pH in the water samples
as the function of stirring time from each experiment. The
pH was decreasing of over 5 min. However, after 10 min,
the pH remained stable with further stirring in each exper-
iment. The decreasing pH suggested that an active reac-
tion between the ion exchange resins and dissolved ions

Fig. 2 Change in pH with increasing stirring time in the water
samples from each experiment.

occurred in the first 5 min.

3.2 Tritium measurement in water samples
The arithmetic mean ± standard deviation of the

tritium concentrations for the standard water samples
and the distillation treated samples were estimated to be
4.80± 0.08 Bq L−1 and 4.86± 0.39 Bq L−1, respectively. In
each experiment, no significant change in tritium con-
centration with stirring time was observed. In the batch
treatment experiments over 5 min stirring, the tritium
concentrations in the Experiment-1, -2, and -3 samples
ranged from 4.48± 0.16 Bq L−1, 4.32± 0.18 Bq L−1, and
4.79± 0.05 Bq L−1, respectively. Based on the results of
the spectral quench parameter (SQP), the standard devia-
tion in each experiment was found to be less than 0.5% as
summarized in Table 1. Figure 3 shows the changes in tri-
tium concentration in the water samples as the function of
stirring time from each experiment. The tritium concentra-
tion in each experiment was within this standard deviation
as shown in Fig. 3. These results suggested that the batch
treatment method has negligible effects on the tritium mea-
surement.

2405035-3



Plasma and Fusion Research: Regular Articles Volume 16, 2405035 (2021)

Fig. 3 Change in tritium concentration with respect to stirring
time in the water samples from each experiment.

3.3 Ion concentration in water sample
Table 1 summarizes the results of ion concentrations

for the samples. The yield rates of the dissolved ions
were calculated from the ratios of their concentrations be-
fore and after stirring. In the batch treatment method,
the ion concentrations were decreased in proportion to the
amounts of ion exchange resins; however, the changes in
the ion concentrations with increased stirring times were
small. In Experiment-3, the yield rate of the dissolved ions
exceeded 90% after 5 min of stirring and tended to increase
slowly thereafter. Hence, these results suggest that batch
treatment can remove dissolved ions as well as the distilla-
tion method.

3.4 Total organic carbon analysis and UV
absorbance measurement

Figure 4 shows the changes in TOC in the water sam-
ples as the function of stirring time from each experiment.
The TOC in the samples tended to decrease in proportion
to the amount of activated carbon and it was confirmed that
the removal of impurities such as organic matter (Fig. 4).
However, after 10 to 30 min of stirring time in Experiment-
3, TOC tended to increase. It is presumed that activated
carbon produces the effects of crushed materials.

Figure 5 shows the absorption spectra in the UV range
of water samples from each experiment. The measurement
of UV absorbance is considered an effective method for
investigating organic contamination in water [7]. The ab-
sorbance from 230 to 280 nm corresponds to the absorption
band of organic compounds in the UV region. Therefore,
we measured the absorption spectra in the UV range from
230 to 280 nm to confirm whether any organic matter was
present in the collected water. In the distillation method,
a strong peak due to the absorption of benzyl alcohol was
observed at 280 nm; however, a weak absorption was ob-
served using the batch method compared to the distillation
method (Fig. 5). Moreover, the batch method has the ad-
vantage, which is shorter time than the distillation method.

Fig. 4 Changes in TOC with respect to stirring time in the water
samples in each experiment.

Fig. 5 Absorption spectra in the UV range of water samples in
each experiment (stirring time; 5 min).

4. Summary
From the results of the EC, pH, tritium concentration,

ion concentration and TOC measurements, we confirmed
that the pretreatment method involving ion exchange resins
and activated carbon successfully removed the impuri-
ties in the sample water. Moreover, we confirmed that
such an effect can be achieved within a short time (i.e.,
5 min). Additionally, these results suggested that the batch
method has been found to have negligible effects on the
tritium measurement. The batch method has the advantage
of short-time in comparison with the distillation method.
These results demonstrate the effectiveness of the ion ex-
change resins and activated carbon in removing impurities
from the water samples and confirm that effective impu-
rity removal can be achieved over 5 min. In the future, the
method is applied to the pretreatment of tritium analysis in
environmental water samples (e.g., river water and precip-
itation) and the analysis of tissue free water tritium and or-
ganically bound tritium. This study makes a valuable con-
tribution toward developing processes for analyzing multi-
ple samples of contaminated water (i.e., water contaminat-
ing tritium) at the same time by consuming less reagents
and space.
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